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Using stable isotopes and gas concentrations for independent
constraints on microbial methane oxidation at Arctic Ocean
temperatures
Christiane Uhlig * Brice Loose
Graduate School of Oceanography, University of Rhode Island, Narragansett, Rhode Island
Abstract
Microbial oxidation of methane in oxic water bodies is an important control on the amount of dissolved
methane which is released from the ocean to the atmosphere. We explored the use of stable isotope methane
spikes to quantify methane oxidation rates in Arctic seawater samples. A Picarro G2201-i cavity ring-down
spectrometer was used to determine methane concentration and isotope ratios from headspace samples in
foil incubators. The methane mass balance and the change in stable isotope ratios served as independent
constraints on methane oxidation. For a fractionation factor of 1.025 oxidation rate constants determined
with both methods agreed within 20% for small changes in isotope ratio (e.g., 10&). For large changes in iso-
tope ratio (e.g., 90&), which was outside the calibration range, methods diverged. Rate constants down to
0.01 d21 could be resolved with high statistical support. Stable isotope infrared spectroscopy to determine
methane oxidation in foil incubators (ISMOFI) was successfully tested on under ice seawater from Utqiagvik,
Alaska, by repeated sampling from each incubation vessel. Depending on the amount of isotope spike added,
we determined oxidation rates of 0.1560.02 nmol L21 d21 at in situ methane concentration and a maximal
oxidation potential of 271641 nmol L21 d21. The ISMOFI method permits variable incubation durations
from days to months in a single incubator. The method is transportable and applicable in a variety of field or
seagoing laboratory environments, and it avoids the use of hazardous substances such as radioisotopes and
toxic chemicals.
Besides carbon dioxide and water vapor, methane (CH4) is
one of the most important greenhouse gases contributing to
global warming (IPCC 2013). In the ocean, the two major
sources of methane are the production by microbes in
anoxic sediments (e.g., Whiticar 1999; Reeburgh 2007; For-
molo 2010) and the release from geological storages (summa-
rized by Kvenvolden and Rogers 2005; Saunois et al. 2016).
Most of this methane is subsequently oxidized inside the
sediment by anaerobic and aerobic oxidation (Barnes and
Goldberg 1976; Reeburgh 1976; Knittel and Boetius 2009;
Boetius and Wenzh€ofer 2013). The fraction of methane,
which is actually being released to the water column, is sub-
ject to further oxidation by aerobic methanotrophic bacteria
(Hanson and Hanson 1996; Murrell 2010). As a result of
these microbial processes, oceanic methane concentrations
are frequently found at low nanomolar levels, leaving only a
small fraction of the source methane to exchange with the
atmosphere (Reeburgh 2007; Karl et al. 2008).
In the Subarctic and Arctic shelf areas, however, shallow
water depths and seasonal sea ice cover complicate the pic-
ture. High concentrations of methane have been reported
from the entire water column up to the surface (Damm et al.
2008; Shakhova et al. 2010; Mau et al. 2013). In addition,
during periods of near 100% sea ice concentrations, the gas
exchange from the water column to the atmosphere is
restricted (Loose et al. 2011). Under these conditions, maxi-
mal dissolved methane concentrations of 5000 nmol L21, or
an oversaturation of 160,000% with regard to atmospheric
equilibrium, have been reported from the Siberian Shelf
(Shakhova et al. 2010).
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Besides others factors like oxygen and trace metal avail-
ability (Sansone et al. 2001; Semrau et al. 2010; Crespo-
Medina et al. 2014), the dissolved methane concentration is
an important control on the community of methane oxidiz-
ing bacteria and thus methane oxidation rates (Kessler et al.
2011; Mau et al. 2013; Crespo-Medina et al. 2014). Methane
hotspots, promoted by limited gas exchange under sea ice,
might thus be candidate regions for accumulation of meth-
ane oxidizers and high methane oxidation rates. Studies on
methane oxidation rates in this difficult accessible environ-
ment are missing up to date (James et al. 2016).
Methane oxidation rates (rox), expressed as amount of
methane oxidized per unit time, have been determined by
different indirect and direct methods in aquatic systems. The
mass balance of methane has been used to determine oxida-
tion rates from water collected in estuaries, glacier runoff,
and lakes (Abril et al. 2007; Dieser et al. 2014; Ric~ao Canel-
has et al. 2016). In these ex situ incubations, CH4 concentra-
tions were either naturally high or spiked to lmolar levels.
Scranton and Brewer (1978) correlated methane concentra-
tions with water mass age to determine long term oxidation
rates in the deep ocean.
In the last decade, radioisotope tracers—14C and/or 3H
labeled methane—have been established as sensitive method
to measure oxidation rates in the oceanic water column,
where methane concentrations are often low (Valentine
et al. 2001; Mau et al. 2012, 2013; Pack et al. 2015). The
addition of the radioisotope spike varies between studies
ranging from sub-picomolar (Pack et al. 2015) to high nano-
molar concentrations (Valentine et al. 2001; Mau et al. 2012,
2013; Pack et al. 2015; reviewed by Bussmann et al. 2015).
While the low concentration additions do not disturb the
methane concentrations compared to in situ conditions, the
higher ones lead to increases of up to 200 times. Despite the
apparent advantages, the use of radioisotopes can be compli-
cated due to regulations regarding the transport, handling
and need of special laboratory facilities (Bussmann et al.
2015); particularly in remote field sites and across borders.
Stable carbon isotope techniques make use of isotopic
fractionation during metabolic processes. Metabolic pro-
cesses preferably use the lighter carbon isotope over the
heavier isotope, leading to fractionation of the residual pool
toward heavier isotope ratios (Whiticar 1999). During aero-
bic methane oxidation methane serves as substrate, being
used as an energy and carbon source by the methanotrophs.
Microbial oxidation of methane results in both a decrease in
the methane concentration and an enrichment of the resid-
ual methane with 13C-CH4 as well as a depletion of the
13C
in the CO2 pool. Stable carbon isotope ratios are usually
determined with gas chromatography combustion isotope
ratio mass spectrometry. These systems have the advantage
of having a high precision, but their utility is restricted by
their large size, sensitivity to the environmental conditions
(e.g., temperature and humidity), and their high cost.
Stable isotope ratios of natural (not incubated) samples
have been used to infer the production and oxidation history
of the residual methane pool (Whiticar 1999; Sansone et al.
2001; Grant and Whiticar 2002; Damm et al. 2008), or to cal-
culate oxidation rates directly (Bastviken et al. 2002; Leonte
et al. 2017). Two recently published studies make use of stable
isotopes to measure methane oxidation rates in ex situ incuba-
tions of natural seawater (Chan et al. 2016; Leonte et al.
2017). Leonte et al. (2017) use glass bottles with volumes of
160 mL and a pure 13CH4 spike at a final concentration of 12
lmol L21. Oxidation rates are calculated from changes in the
stable carbon isotope ratio of the dissolved inorganic carbon
pool. Chan et al. (2016) report the use of large volume (15 L)
custom made film bags in a closed system with a Picarro
G2201-i cavity ring-down spectrometer as mesocosm experi-
ments. A pure 13CH4 spike at a final concentration of 300–500
lmol L21 was added to follow methane conversion processes
by changes in the methane concentration and isotope ratios.
Our study reports the use of methane, with a defined sta-
ble carbon isotope ratio, as spike in incubation experiments,
to measure microbial methane oxidation between nanomo-
lar and low micromolar concentrations. A Picarro G2201-i
cavity ring-down spectrometer in combination with a Small
Sample Isotope Module 2 (SSIM) was used to determine
methane concentrations and isotope ratios. The cavity ring-
down spectrometer is a benchtop instrument that can easily
be transported to and operated in locations like ships and
laboratories at field sites. Stable isotope infrared spectroscopy
to detect methane oxidation in foil incubators (ISMOFI) cir-
cumvents the use of explosive gases (e.g. hydrogen) and
toxic chemicals, to facilitate the use in remote locations.
Incubations were performed in 1 L multi-layer foil gas sam-
pling bags which allow for several subsequent samplings
from the same replicate, due to the large headspace volume
and compressibility of the bag.
The aim of this study is to (1) evaluate the use of gas tight
foil bags as sample containers for time series studies with the
headspace method, (2) introduce the Picarro G2201-i bench-
top cavity ring-down spectrometer for the determination of
methane concentrations and isotope ratios in discrete seawa-
ter over a wide range of concentrations, and (3) determine
methane oxidation rates from isotope ratios and compare
those to oxidation rates determined from mass balance.
Materials and procedures
Use of multi-layer foil gas sampling bags
Multi-layer foil gas sampling bags equipped with a poly-
propylene combo valve and septum (capacity 1000 mL, #
22950, Restek, Bellfonte, Pennsylvania, U.S.A.) were used as
sample vessels. Our experiments were performed with
approximately 0.8 L seawater and a headspace of 0.1 L per-
mitting for multiple sample extractions from the same sam-
ple container in a time series. Besides the large sample
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volume a further advantage is the compressibility of the bag;
as long as the bag is not initially overfilled, the internal
headspace pressure equals atmospheric pressure at any time,
thus not altering the solubility equilibrium.
A potential tradeoff in using these bags is the permeability
of the multi-layer foil for low molecular weight gases. Storage
experiments were performed with the same type of bag with
3 L volume, to determine the loss of CH4 and possible isotopic
fractionation. The bags were filled with a gas mixture of N2
(ultra high purity (UHP) grade, Airgas, Warwick, Rhode Island)
and gas standards of known isotopic composition (d13CH4
223.960.2&, 238.360.2&, and 266.560.2&, Isometrics,
Victoria, British Columbia, Canada) at mixing ratios [p(CH4)]
of approximately 15–35 ppm CH4. Bags were analyzed for
p(CH4) and isotopic signature (d
13CH4) directly after prepara-
tion. Analysis of the same bags was repeated after storage for
48 d and 280 d at room temperature in the dark.
Measurement of p(CH4) and d
13CH4
Analysis for p(CH4) and d
13CH4 were performed with a
Picarro G2201-i cavity ring-down spectrometer (Picarro,
Santa Clara, California, U.S.A.) coupled to a SSIM (Picarro,
Santa Clara, California, U.S.A.) (Supporting Information Fig.
1). The SSIM is a sample inlet system recommended for
determination of isotope ratios from discrete samples as
opposed to the continuous measurement of the analyzer
itself with a flow rate of approximately 25 mL min21. The
SSIM further offers the possibility to dilute highly concen-
trated samples with hydrocarbon free zero air to reach the
specification range of the analyzer of 1.8–500 ppm CH4.
The dilution factor can be calculated from the volume of
sample (VsampleÞ, volume of the dilution chamber
(VSSIM520 mLÞ, the pressure of the dilution gas (PSSIMÞ, and
the atmospheric pressure Patmð Þ:
dilSSIM5
PSSIM
Vsample
VSSIM
3Patm
(1)
The atmospheric pressure was recorded from a Paroscientific
Digiquarz Barometer from 16 April onward (see section
“Study Site”). Before this date surface air pressure data from
the NOAA Utqiagvik Observatory (http://www.esrl.noaa.gov/
gmd/obop/brw/ 71.3238N, 156.6114W) was used. Corrections
were made with air pressure records from the morning.
To absorb water droplets during injection, the inlet of the
SSIM was equipped with a 5 cm long transparent glass tube
containing dry tissue (KimwipeV
R
, Kimberly Clark Profes-
sional, Georgia, U.S.A.) as absorbent material for experiments
performed in Utqiagvik. Afterward, samples were introduced
into the SSIM through a Nafion
VR
tube in a Permapure Gas
Dryer cartridge filled with desiccant (#DM-060-24-COMP2,
Permapure LLC, New Jersey, U.S.A.) to absorb water vapor.
Sample and standard volumes between 0.02 mL and 10 mL
were injected into the SSIM using SGE gastight syringes
equipped with shutoff valves (100 lL, 1 mL, 5 mL, 20 mL
total volume; SGE, Victoria, Australia). The SSIM coordinator
software was run on fast measurement mode, syringe injec-
tion setting, and dilution with hydrocarbon free air.
Corrections and calibrations
The manufacturer recommends the use of the G2201-i for
methane mixing ratios1.8 ppm. For mixing ratios below
1.8 ppm, we observed an “amount effect”, leading to the
overestimation of the isotope ratio (Fig. 1a). To characterize
this effect, standard gases of isotope ratios of 223.9&,
238.3&, and 266.5& (Isometrics, Victoria, British Colum-
bia, Canada) were introduced into the SSIM with variable
syringe volumes to produce mixing ratios between 0.05 ppm
and 11 ppm CH4. We observed a regular and highly repro-
ducible behavior in the deviation of the measured from the
Fig. 1. G2201-i behavior for isotope ratios (d13CH4) at partial pressures (p(CH4)) below 12 ppm. (a) d
13CH4 vs. p(CH4). Horizontal dashed lines indi-
cate nominal d13CH4 of the respective standard. (b) d
13CH4 residuals (difference between nominal d
13CH4 and measurement) vs. ln(p(CH4)). The solid
black line shows the logarithmic fit Dd13CH4522:053ln p CH4ð Þinjected
 
13:31 (R250.73, n538). (c) Scatter of the corrected residuals around the fit
shown in (b). The horizontal dotted lines show the precision calculated as the mean absolute corrected residuals below and above 1.8 ppm. Precision
is 1.8& below 1.8 ppm and 0.62& above 1.8 ppm. (a, b, c) Vertical dashed line is drawn at 1.8 ppm CH4. Black squares, standard 1001
223.960.2&; Red circles, standard 1002 238.360.2&; Blue triangles, standard 1003 266.560.2&.
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expected isotope ratio (Dd13CH4) as a function of the meth-
ane mixing ratio. A linear regression of the Dd13CH4 to the
logarithm of methane mixing ratio ln(p(CH4)) produced the
best fit and was used as empirical correction for standard
and sample measurements (Fig. 1b). Measurements resulting
in a partial pressure p(12113CH4) (sum of
13C and 12C isoto-
pologues) below 1.8 ppm were corrected as follows:
d13CH4; corrected5d
13CH4;measured2 Dd
13CH4 (2)
and
Dd13CH45mfit3ln p
12113CH4
  
1afit (3)
with Dd13CH4 being the isotope ratio residuals, mfit the slope
of logarithmic empirical fit, afit the y-intercept of logarithmic
empirical fit.
Further, standard gases were used to generate linear cali-
brations for mixing ratios and isotope ratios in order to cor-
rect for any transient deviations in the G2201-i analyzer.
Typically, a calibration was generated every 24 h. The largest
batch of measurements between calibrations spanned a time
of 31 h. For preparation of the standard curve, gases of
known mixing ratio (240–2698 ppm, standard error 2%) and
isotope ratio (d13CH4 223.9& to 266.5&) were used in at
least two different mixing and isotope ratios to bracket the
sample data. We calculated separate standard curves for the
high precision (HP) and high dynamic range (HR) mode of
the analyzer. Some calibration curves had to be rejected due
to problems during data acquisition (e.g., carry over, mem-
ory effects of preceding samples). In these cases, the closest
neighboring calibration was used.
Study site
Arctic seawater was collected at two sites close to Utqiagvik,
North Slope, Alaska on 07 April 2016, 09 April 2016, and 15
April 2016 in the Beaufort Sea. Site “Elson Lagoon” (EL) was
located North of Utqiagvik (07.04.2016, 71.3348 N, 2156.3638
W), covered with 1.5 m thick sea ice and shallow with approx-
imately 1.5 m depth. Water was collected from a depth of
1.5 m in a narrow layer of water between the sea ice and the
sediment. Site “Ice Mass Balance Buoy” (IMB) was located
1 km offshore of Utqiagvik, close to the IMB of the sea ice
physics group of University of Alaska, Fairbanks (07.04.2016,
71.3738 N, 2156.5488 W, and 09.04.2016, 71.3728 N,
2156.5408 W). This site was characterized by 1 m thick fast ice
cover and a water depth of approximately 7 m. Water was col-
lected at five depth from 1 m to 6.5 m. Similar to other shal-
low shelf areas, at our study site, CH4 is possibly released to
the water column from the anoxic sediments and geological
storages (Kvenvolden et al. 1993; Shakhova et al. 2010). At
both sampling sites, CH4 introduction by submarine ground-
water discharge was reported to add to the other CH4 sources
(Lecher et al. 2016). Under ice cover, water CH4 concentra-
tions in Utqiagvik were reported to reach maximum concen-
trations of 116.4 nmol L21, a supersaturation of 3100% with
regard to atmospheric equilibrium (Zhou et al. 2014).
Additionally, seawater was sampled in Narragansett Bay
(Nbay), Rhode Island (41.4928 N, 271.4198 W) on 15 July
2016 to test our method for applicability under different
environmental conditions. Sampling depth was 2–3 m at a
water depth of approximately 6 m with water temperature of
20.58C and salinity of 33.1.
Incubation experiments
Microbial oxidation of methane was investigated with
incubations of seawater in gas tight foil bags. Using a peri-
staltic pump (Masterflex Environmental Sampler, Cole
Parmer, Illinois, U.S.A.) or submersible pump (Cyclone, Pro-
active Environmental Products, Florida, U.S.A.), 0.7–0.9 L
seawater was transferred bubble free into 1 L sampling bags
in the field. Upon return to the laboratory a 0.1 L headspace
of hydrocarbon free air (zero air, Air Liquide, Anchorage,
Alaska) was introduced into the bags through the septum
using a 100 mL glass syringe (FortunaV
R
All Glass Syringes,
Air-Tite Products, Virginia). The bags were additionally
spiked with a stable isotope methane tracer (Isometrics, Vic-
toria, British Columbia, Canada) to result in different con-
centrations and isotopic signatures (Table 1). One replicate
of the Utqiagvik incubations was treated with 10 mL 10 M
sodium hydroxide (NaOH) and served as killed control. The
bags were incubated for 6–45 d and the headspace repeatedly
sampled to follow methane concentrations and isotope
Table 1. Approximate concentrations of CH4 in the water (c(CH4)water), partial pressures in the headspace of the bag/bottle
(p(CH4)hs), and inside the analyzer (p(CH4)Pic) for Utqiagvik treatments and isotope ratios (d
13CH4) in the respective treatment.
Treatment c(CH4)water (nmol L
21) p(CH4)hs (ppm) p(CH4)Pic (ppm) d
13CH4 (&)
0.23 3 2.5 1.2 240
0.23 EL 12 6 2.5 270
23 35 19 4 236
103 100 50 7 235
2003 4000 1500 65 223
33 crimp 50 40 1 238
203 crimp 400 350 1.5 220
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ratios. Incubation experiments in Utqiagvik were incubated
in an ice bath made from a freshwater and snow mixture at
08C in the dark for the first 12 d. Care was taken to sub-
merge the valves in the water, thus creating a hydraulic dif-
fusive barrier in the stem of the valve to guard against any
possible leaks in the septum. For transport from Utqiagvik
back to our laboratory at the University of Rhode Island,
Graduate School of Oceanography (URI/GSO), the valve
stems were filled with water and sealed with tape to create
the same effect. They were transported via airplane in a Sty-
rofoam cooler as luggage and arrived at their destination
with a temperature of 08C. Afterward, samples were stored at
18C in the dark, but were not submerged into a water bath.
Prior to each measurement, the headspace and water were
allowed to equilibrate for at least 12 h. Additionally, the bags
were shaken by hand for approximately 2 min before retriev-
ing a sample from the headspace. The bags were kept on ice
during handling to avoid an increase in water temperature.
A second set of incubation experiments was prepared as
described above from water sampled in Utqiagvik into 4 L
foldable low density polyethylene (LDPE) canisters (Hedwin,
Delaware, U.S.A.) and transported to the laboratory at URI/
GSO. The water was stored at 18C for 12 weeks in the dark
before setting up the experiments.
Last, a third batch was set up from water sampled in Nar-
ragansett Bay in July 2016. These experiments were prepared
similar to the Arctic water incubations, but were kept at a
temperature of 188C. Both of the experimental sets prepared
at URI/GSO were incubated in a water bath with valves sub-
merged over the entire duration of the experiment. A total
of five NaOH killed controls were set up for the experiments
performed at URI/GSO.
Dissolved oxygen was determined with an YSI Profes-
sional Plus probe (YSI, Ohio, U.S.A.) or SBE 37-SMP-ODO
MicroCAT C-T-ODO (P) Recorder (Sea-Bird Electronics,
Washington, U.S.A.) during fieldwork and at the end of the
incubation experiments.
Oxidation rates from mass balance
Microbial oxidation of methane in a closed reservoir will
result in a decrease of bulk methane and thus methane con-
centration within the reservoir. In our experimental setup,
the reservoir of methane (n CH4ð Þtotal) is the sum of the mass
of methane dissolved in the water (n CH4ð Þw) and the mass of
methane in the headspace (n CH4ð Þhs) in moles.
n CH4ð Þtotal5n CH4ð Þw1n CH4ð Þhs (4)
Oxidation by bacteria will consume CH4 dissolved in the
water. In addition, the removal of a sample will reduce the
CH4 reservoir in the headspace at a given time (t5 i21). The
decrease in the headspace volume effectively decreases the
moles of methane that can transfer to the water for oxida-
tion. Before calculating the oxidation rate, the total mass of
CH4 was corrected for the mass removed during sampling to
obtain n CH4ð Þtotal; corrected (details in Appendix A).
It is customary to assume that microbial methane oxida-
tion can be modeled as a first order kinetic process during
the exponential oxidation phase (Reeburgh et al. 1991; Val-
entine et al. 2001).
ln
n CH4ð Þtotal; corrected; ti
n CH4ð Þtotal; corrected; ti21
 !
52kox;ppm3 ti2 i21ð Þ (5)
where n CH4ð Þtotal; corrected; ti was calculated as
n CH4ð Þtotal; corrected; ti5 n CH4ð Þtotal; ti1
Xj5ti21
i50
n CH4ð Þsampled (6)
Therefore, the oxidation rate constant kox (with units of
time21) can be determined as the negative slope of the linear
regression of ln n CH4ð Þtotal; corrected
 
and the incubation time
(ti). Conventionally, a positive kox indicates a decrease in meth-
ane concentration, while a negative kox indicates an increase.
Molar quantities of methane in the headspace (n CH4ð Þhs)
and water (n CH4ð Þw) were calculated as equilibrium concen-
trations according to Magen et al. (2014) with the equilib-
rium constant according to Yamamoto et al. (1976). Finally,
the rate of bacterial methane oxidation rox was determined
as the product of the oxidation rate constant and the in situ
concentration of CH4 dissolved in the water (c(CH4)w, in situ).
rox5 kox3c CH4ð Þw; in situ (7)
Oxidation rates from isotopic fractionation
In addition to the decrease in the total mass of CH4
caused by microbial oxidation of CH4, the carbon isotope
ratio of the remaining methane pool changes due to isotopic
fractionation (Whiticar 1999). Mahieu et al. (2006) develop
the simplified Rayleigh model
ln fð Þ 1
aox
21
 
5 ln
1000 1 d13CH4ti
1000 1 d13CH4t0
 !
(8)
where f5n CH4tið Þ=n CH4t0ð Þ and isotope ratios are described
in d-notation
d13C5
Rsample
Rstandard
21 (9)
and R describes the isotope ratio of 13CH4=
12CH4 in the sam-
ple and standard (Vienna Peedee Belemnite, McKinney et al.
1950), respectively.
The fractionation factor aox5k12=k13 (Mahieu et al. 2006)
is the ratio of the kinetic constants for reactions of the
heavier (k13) and lighter (k12) isotope CH4 (Appendix B).
Combining Eq. 8 with the first order kinetics (Eq. 5), we get
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2kox;delta3 t5
ln 10001 d
13CH4 ti
10001 d13CH4 t0
 
1
aox
21
  (10)
where d13CH4ti is the isotope ratio corrected for the empiri-
cal correction if p(CH4)<1.8 ppm as well as the respective
calibration.
By plotting ln 10001 d
13CH4 ti
10001 d13CH4 t0
 
= 1aox21
 
vs. t, the first order
oxidation rate constant derived from d13CH4 (kox;deltaÞ can be
determined as the negative slope of the linear regression.
Where a positive kox;delta indicates an increase in d
13CH4, and
a negative kox;delta a decrease. Fractionation factors reported
from cold marine environments with temperatures below 28C
(e.g., cold and hydrothermal plumes, Arctic seawater) lie in
the range of 1.002–1.017 (Cowen et al. 2002; Grant and Whi-
ticar 2002; Damm et al. 2007; Fenwick et al. 2017). Since
these values were calculated from in situ data, they might be
underestimated due to mixing effects in the water column
(Grant and Whiticar 2002). In this study, we use aox of 1.007
and 1.025 as lower and upper bounds. Oxidation rates were
determined according to Eq. 7 using kox;delta with aox51:025:
Isotopic fractionation occurring during dissolution of
methane from the headspace into the water is a factor of 10
lower (Fuex 1980). It acts opposite to the fractionation dur-
ing methane oxidation and might lead to a slight underesti-
mation of kox;delta (Supporting Information Material).
Statistics
Calibration, post-processing, and analyses were performed
with the software package R version 3.2.3 in RStudio Version
0.99.903. Plots were prepared with base and ggplot2 pack-
ages. Each linear regressions for determination of kox,ppm and
kox,delta was tested for its difference from zero at 95% confi-
dence level (build in t-test, R base). In addition, both oxida-
tion rate constants (kox,ppm vs. kox,delta) were compared to
each other applying Welch’s t-test (Welch 1938; Andrade
and Estevez-Perez 2014, Eqs. 5, 5c).
Assessment
Use of multi-layer foil bags
Diffusive loss of CH4 through the gas sampling bags
stored in air was determined by repeated measurement of
three gas mixtures after storage for 1 d, 48 d, and 280 d. We
observed a diffusive loss rate constant kdiff of 3.6 3 10
24 d21
(6 6.2 3 1024, n53) at 14–34 ppm resulting in a loss of
7.83 1025 to 8.3 3 1023 mL CH4 m
22 d21 for CH4 mixing
ratios of 14 ppm and 1500 ppm, respectively (Table 2).
Changes in isotope ratios were within measurement
uncertainties.
In addition, the first order rate constants (kox) of our
NaOH treated killed controls during the incubation experi-
ments provide an estimate of diffusive or other nonbiologi-
cal methane loss under experimental conditions. In the
killed controls, kox,ppm was 21.8 3 10
2366.0 3 1023 (n56,
2.8 3 1023 d21 to 21.4 3 1022 d21) at mixing ratios of 19–
15,000 ppm in the headspace. For only two out of the six
replicates, the slopes of the regressions were significantly dif-
ferent from 0 at a 95% confidence level. Changes in d13CH4
were one order of magnitude lower with kox,delta of 23.7 3
1024 (n56, with one out of six significantly different from
0).
The bags were reused for a maximum of two times after
inspection for damage, cleaning with ethanol and replacing
the septum (full procedure in Supporting Information Mate-
rials and Methods). Our 50 incubations did not show evi-
dence for major inconsistent leaks, except for the entire and
obvious loss of two bags during transport.
Determining experimental uncertainty
To estimate the variability of our measurements, subse-
quent corrections and calculations each data point was
determined in two to seven technical replicates. The mean
standard deviation for replicates of the final calibrated sam-
ple data is displayed in Table 3. Relative and absolute devia-
tion between replicate samples was lower for replicates the
HR mode (12–500 ppm CH4) than in the HP range (< 12
ppm CH4). The mean relative standard deviation was below
or equal to 2.02%63.85% for c(CH4)water and 0.73%6
1.51% for d13CH4 in both measurement ranges.
The variance r2y
 
on calibrated data (y) with y 5 mx1b
was calculated as propagated error of the slope (m) and inter-
cept (b) of the calibration curve with the measured values (y)
using Taylor expansion according to the following equation:
r2y 5r
2
mx
21 r2xm
21 r2b12rbmx
2 (11)
Further covariance terms equal 0 since the errors on x and m
as well as x and b are unrelated, resulting in r2xm50 and
r2xb50. The resulting standard deviation
ﬃﬃﬃﬃﬃ
r2y
q 
for the HP
mode was 4.24%61.68% for the concentration and 4.33%6
2.38% for the isotope ratio, while for the HR mode slightly
lower errors of respectively 3.82%61.76% and 3.22%6
2.06% were determined (Supporting Information Table 1).
To assess the performance of the empirical correction of
samples with low methane concentration we reevaluated the
precision of the isotope ratios measurements after applying
the correction. The precision was calculated as the mean
absolute deviation of the measured value from the empirical
Table 2. Diffusive loss rates of O2, CO2, and CH4 from multi-
layer foil gas sampling bags.
Diffusive loss rate Source
O2 0.6 3 10
23 mL m22 d21 Manufacturer
CO2 7.7 3 10
23 mL m22 d21 Manufacturer
CH4 7.8 3 10
25 to 8.3 3 1023 mL m22 d21 This study
d13CH4 No significant change —
Uhlig and Loose Methane oxidation rates from stable isotopes
742
model for mixing ratios>1.8 ppm, and as the mean absolute
deviation of the corrected residuals to the empirical model
for mixing ratios<1.8 ppm (Fig. 1c). The precision of isotope
ratios was 0.6260.70& (N519, mean1one standard devia-
tion) for mixing ratios>1.8 ppm methane, and 1.861.04&
(N519) below<1.8 ppm (Fig. 1c, Supporting Information
Table 1).
Detection limits and sensitivity on methane oxidation
The oxidation of methane is determined by the oxidation
rate kinetics and the concentration of dissolved methane in
the water (see Eq. 7). Using the ISMOFI experimental config-
uration, we have resolved oxidation constants down to 0.01
d21 with high statistical support, which is comparable to kox
determined with tritium labeled methane (Mau et al. 2013).
Most water bodies in contact with the atmosphere will have
methane concentrations which are at equilibrium concentra-
tion with air or higher. At Arctic temperatures, the ocean
should have a minimum concentration of 3.8 nmol L21
CH4, which implies an oxidation rate of 0.038 nmol L
21
d21. This lower limit covers about 80% of the range of oxida-
tion rates (0.002–820 nmol L21 d21) published for Arctic and
Subarctic environments (Mau et al. 2013; Gentz et al. 2014;
Damm et al. 2015; Steinle et al. 2015; Mau et al. 2017) or
marine sites with extraordinarily high oxidation rates at oil
spills or gas flares (Valentine et al. 2010; Steinle et al. 2016) .
The lower limit on oxidation rates in the ISMOFI experimen-
tal configuration is imposed by the diffusive loss of gas from
the foil bag incubators of approximately 3.6 3 1024 d21 or
by the first order rate constant (kox,ppm) of our NaOH killed
controls during incubation experiments with 21.8 3 1023
d21. Changes in isotope ratios in the killed controls were
lower than the concentration changes, suggesting that rates
determined by stable isotopes could be more promising to
resolve slow oxidation rates.
A sensitivity model was used to test the behavior of the
presented method for varying oxidation rate constants (kox),
initial CH4 concentrations (c(CH4)water,initial), and isotope
Table 3. Mean of standard deviation (mean SD) on concentrations of CH4 in the water (c(CH4)water) and isotope ratios (d
13CH4) of
final calibrated data for the two measurement modes of the G2201-i. The number of replicate sets is given as n, while each set had
2–7 data points. Deviations are given as absolute (nmol/L, &) and relative (%) values.
c(CH4)water d
13C calibrated
Dataset n Mean SD (nmol/L) Mean SD % Mean SD (&) Mean SD %
HP mode*
Utqiagvik 81 0.9761.33 1.6161.96 0.3360.53 0.7361.51
Home lab 110 1.1961.92 2.0263.85 0.4561.59 0.3762.63
HR mode*
Utqiagvik 39 44.53690.97 1.1662.22 0.0660.07 0.2760.28
Home lab 35 41.48651.75 1.3762.03 0.0960.27 0.3861.17
*HP mode: 1.8–12 ppm, HR mode: 12–500 ppm.
Fig. 2. Sensitivity of d13CH4 (a) and n(CH4) (b) for varying first order oxidation constants (kox), c(CH4)water,initial5120 nmol L
21 and d13CH4, initial5235&
in a model calculation. The gray horizontal lines indicate the sensitivity threshold of 2.2% of the initial value for d13CH4 and 6.1% for n(CH4)total. The sensitivity
threshold was defined as three times the relative mean standard deviation of replicate measurements (Table 3).
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ratios (d13CH4,initial). Varying oxidation rate constants kox
have the largest effect on the behavior of the model (Fig. 2,
Supporting Information Fig. 2). For kox 5 0.01 d
21, the
change in isotope ratio and mass of the residual methane
(n(CH4)total) passed the sensitivity threshold after 4 d and 7
d, respectively; for kox 5 0.001 d
21, the time needed to pass
the threshold was 33 d and>35 d (Fig. 2). The initial isotope
ratio has a minor effect on the sensitivity (< 1 d), with more
positive isotope ratios fractionating slightly faster. The initial
dissolved methane concentration does not affect the sensi-
tivity of our method in the model (data not shown). How-
ever, it has to be noted that mixing ratios above 1.8 ppm
CH4 in the analyzer are advantageous due to the low con-
centration effects on the isotope ratios.
The duration of the incubations is a major determining
factor for the detection limit of our method. The sensitivity
study shows that with a long incubation time (> 33 d) rates
down to the rate of the diffusive loss rate (0.001–0.005 d21)
could be resolved (Fig. 2). However, such a long incubation
time may not be representative of in situ conditions. The
method is thus better suited for oxidation rate constants
kox0.01 d21.
Results
In situ conditions
Water samples from Utqiagvik were taken from beneath a
closed fast ice cover.
The concentration at site EL was 53.20 nmol L21 (n51).
This is higher than previously reported for ice free condi-
tions (Lecher et al. 2016, mean: 26 nmol L21, range: 3.3–
124.0 nmol L21, n523) in EL. The water sampled at five dif-
ferent depths from 1 m to 6.5 m at site IMB was treated as
replicates for this study, with CH4 concentrations of
16.3567.18 nmol L21 (n55). These concentrations are
somewhat lower than previously reported for ice free (Lecher
et al. 2016, mean: 40.6 nmol L21, range: 0.0–251.0 nmol
L21, n569) and ice covered conditions (Zhou et al. 2014,
March/April: 37.566 nmol L21, June 77.4627.8 nmol L21)
in the same area within 10 km from our study site. In Nbay,
the concentration of dissolved methane was 9.3061.97
nmol L21 (n52) at the sampling depth of 2–3 m.
These concentration values might slightly underestimate
true in situ concentrations. Since samples were equilibrated
overnight at 08C before measurement and were not fixed, meth-
ane oxidationmight have taken place during those 12 h.
Oxygen saturations calculated according to Garcia and
Gordon (1992) was 95% for site EL and ranged from 86% to
96% at site IMB. We did not record in situ data on oxygen
saturation for Narragansett Bay.
Incubation experiments
The rates of methane oxidation were independently
determined from the mass balance of total CH4 in the
bags, and from the change in isotope ratio of residual CH4
(Fig. 3).
All 2003 treatments showed a decrease in n(CH4)total and
increase d13CH4 after an initial lag phase of approximately 6
d (Fig. 3a–d). The 103 incubations behaved different
depending on the sampling site. The IMB incubations (Fig.
3e-h) decrease in n(CH4)total and increase d
13CH4, but at a
slower rate than the 2003 incubations, whereas IMB stored
and Narragansett Bay did not show any change. Our NaOH
treated negative controls did not exhibit significant changes
in either concentration or isotope ratio of CH4 (Fig. 3a–d).
For treatments 0.13 and 23, we did not resolve significant
decrease in n(CH4)total or increase in d
13CH4 during 6 d incu-
bation time (data not shown). One out of three samples of
the Narragansett Bay 23 treatments, however, showed an
increase in n(CH4)total paired with a decrease in d
13CH4. Low
oxygen saturation of 14% at the end of the experiment as
well as a hydrogen sulfide smell indicated anaerobic meth-
ane production in this single sample.
For all other samples, oxygen saturations were found to
be 85–105% (6 20%) at the end of the experiments. The
increase in saturation compared to in situ concentration can
be explained by the addition of zero air during the
incubations.
Oxidation rate kinetics: comparison of kox,delta to kox,ppm
The first order constants for methane oxidation deter-
mined from isotope ratios (kox,delta) were compared to first
order constants for methane oxidation determined from the
CH4 mass balance (kox,ppm) (Fig. 4; Table 4). The isotopic frac-
tionation factor aox has a major influence on the accuracy of
kox,delta (Eq. 10). In our study, kox,delta was close to kox,ppm for
aox51.025, while for low aox51.007, kox,delta overestimated
the oxidation compared to kox,ppm (Fig. 4a). For all samples
with high statistical support on kox,ppm and kox,delta(1.025),
(i.e., kox 6¼0, Table 4), both oxidation rate constants were sta-
tistically different from each other (Welch’s t-test, 95% confi-
dence level). However, the ratio kox,ppm/ kox,delta was within a
range of 0.6–3.7 for 12 out of 14 samples (Table 4).
Agreement between both methods was further dependent
on the concentration of spiked methane and sampling site.
The correlation was good for the 103 treatment (kox,ppm/
kox,delta50.8), with medium methane concentrations (100
nmol L21) and isotope ratios of 235& (Table 1). Standard
deviation on kox,ppm and kox,delta was low at these concentra-
tions and statistical support high (Fig. 4b, Table 4, Support-
ing Information Fig. 3). For the 2003 treatments (4000 nmol
L21), kox,ppm was slightly higher than kox,delta for IMB and
IMB stored incubations, while for Nbay kox,delta showed
higher oxidation rate constants (Fig. 4b; Table 4). The differ-
ences in kox,delta might indicate different isotopic fraction-
ation factors aox in both systems, driven by different
microbial communities or incubation temperatures (IMB: 0–
18C, Nbay: 188C). For low methane spike concentrations, kox
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was either not significant or the rates did not agree between
both methods (0.23, 23; Tables 1, 4). The sensitivity study
suggests that the incubation period of 6 d for the 0.23 and
23 spike incubations was too short if rate constants were-
<0.01 d21 (Fig. 2). Negative significant kox was observed
with both methods for one out of the three Narragansett Bay
23 incubations, indicating methane production in this sam-
ple (Fig. 4; Table 4).
Logistic constraints lead to a disruption of measurements
for the 103 and 2003 IMB and EL incubations after 6 d.
Measurements were resumed on day 38 of the incubations.
This makes it difficult to determine if the detection limit
from the sensitivity study is met by the incubation experi-
ments. Measurements performed in Rhode Island and on the
crimp bottles, however, show that significant changes could
be observed within 10 d (Fig. 3).
Fig. 3. Concentration of CH4 in the water (c(CH4)water) (a, e), natural logarithm of the total molar mass of CH4 (ln(n(CH4)t) (b, f), isotope ratio (d
13CH4)
(c, g), and y-axis-term according to Eq. 10 (d, h) in selected incubations at CH4 spike concentrations of 2003 (a–d) and 103/33 (e–h). Sampling sites
are Utqiagvik, Alaska, close to the IMB and Nbay. The slope of the regression lines in (b, f), and (g, h) result in the respective kox as described in the text
(Eqs. 5, 10). Error bars are standard deviations of technical replicates from one bag and are, if not present, covered by the symbol size.
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Fig. 4. Comparison between first order oxidation constants (kox) determined from CH4 concentration (ppm) and isotope ratios (delta). (a) kox,delta
was determined with two different fractionation factors aox51.007 in gray and aox51.025 in black. Black solid line is y5 x. (b) Enlarged for kox,delta
with aox51.025. Data are subset according to the sampling site; open symbols: Barrow (IMB), filled symbols: Nbay; and methane spike concentra-
tions; black squares: 0.23, blue circles: 23, green diamond: 103, red triangles: 2003. Note the different scales on the axes between (a) and (b).
Error bars indicate the standard error of the slope of the linear models determined according to Eqs. 5, 10.
Table 4. Comparison of first order rate constants determined from concentration (kox,ppm) and isotope ratio (kox,delta). Mean of kox
rates of n replicates and number (N) of test results with kox,ppm50, kox,delta50 at 95% confidence level. Mean and standard devia-
tion of the ratio kox,ppm/kox,delta. Positive kox indicate a decrease in c(CH4)water (increase in d
13C), while a negative kox indicate an
increase in c(CH4)water (decrease in d
13C).
Treatment
Time kox,ppm kox,ppm50 kox,delta kox,delta50 kox,ppm/kox,delta
†
n (d) Mean* N* Mean* N* Mean6SD
Utqiagvik IMB
0.23 5 10 21.05 3 1022 1 0 5 n. d.
23 4 5 0 4 0 4 n. d.
103 5 46 9.18 3 1023 0 1.22 3 1022 0 0.860.07
2003 lag 7 6 1.13 3 1022 3 1.41 3 1023 2 n. d.
2003 long 2 41 6.62 3 1022 0 3.95 3 1022 0 1.760.1
2003 NaOH 1 41 0 1 0 1 n. d.
33 crimp 1 35 1.37 3 1022 1 8.33 3 1023 0 1.6
203 crimp 1 42 7.62 3 1022 0 5.68 3 1022 0 1.3
Utqiagvik EL
0.23 1 10 0 1 3.09 3 1022 0 n. d.
103 1 46 1.01 3 1022 0 1.38 3 1022 0 0.7
Utqiagvik IMB stored
23 3 45 1.51 3 1023 2 0 3 n. d.
103 3 45 0 2 1.22 3 1023 0 n. d.
2003 3 45 7.14 3 1023 0 1.25 3 1023 0 2.7, 4.7, 213.6‡
23 NaOH 1 45 0 1 0 1 n. d.
103 NaOH 1 45 0 1 0 1 n. d.
2003 NaOH 1 45 2.77 3 1023 0 23.73 3 1024 0 27.4
Narragansett Bay
23 3 45 21.77 3 1023 2 29.55 3 1024 2 1.9, n. d., n. d.‡
103 3 45 0 3 0 3 n. d.
2003 2 27 1.09 3 1021 0 1.83 3 1021 0 0.660.1
23 NaOH 1 45 21.38 3 1022 0 0 1 n. d.
103 NaOH 1 45 0 1 0 1 n. d.
*For calculation of the mean, kox was set to zero if the slope from the linear model was not significantly different from zero at a 95% confidence level.
†kox,ppm/kox,delta was calculated only for samples with kox 6¼0.
‡Separate values given instead of mean6 SD, due to high variability.
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Comparison with crimp top bottles
To compare the use of multi-layer foil incubators with
other frequently used incubation vessels, we set up two incu-
bation experiments with Utqiagvik IMB water in 145 mL
crimp top bottles. For those a set of six replicate bottles were
spiked with final concentrations of 50 nmol L21 (33) and 400
nmol L21 (203) (full details in Supporting Information Mate-
rial). The bottles were successively fixed by the addition of
sodium hydroxide and p(CH4) and d
13CH4 determined in
duplicate from each bottle after completing the experiment.
Oxidation rate constants in this first test were higher in the
crimp bottles than in bags with similar methane concentra-
tion (Table 4; Fig. 4e–h). However, the spiked concentrations
did not match exactly and thus preclude a direct comparison.
Methane oxidation rates (rox)
The first order oxidation rate constants (kox,ppm and kox,delta
(1.025)) and in situ methane concentrations, were used to calcu-
late the in situ oxidation capability of the microbial commu-
nities in seawater from the Beaufort Sea and EL close to Point
Barrow, Alaska, as well as in Narraganset Bay as described in
Eq. 7. The 103 treatments showed oxidation at rates of 0.15
nmol L21 d21 and 0.20 nmol L21 d21 for rox,ppm and rox,delta,
respectively (Fig. 5, Supporting Information Table 2). After a
lag phase of 6 d, the 2003 treatments show a fast decrease of
c(CH4), with an oxidation rate of 1.08 nmol L
21 d21 (Figs. 3a–
d, 5). At the same time, CH4 became enriched in
13CH4 and
final d13CH4 values were found to be positive. Note that our
calibration rage for d13CH4 ranged from 266.5& to 223.0&
only, and the absolute value for the positive d13CH4 is not
well constrained. A far lower rate was observed for the same
but stored water incubations (2003 IMB stored) with rates of
only 0.12 nmol L21 d21. We assume that the microbial com-
munity changed during the storage time leading to a loss of
methane oxidizing bacterial groups.
Microbial communities in the Utqiagvik EL 103 treat-
ments showed oxidation rates of 0.54 nmol L21 d21 for
rox,ppm and 0.73 nmol L
21 d21 for rox,delta (Fig. 5). Narragan-
sett Bay 2003 incubations resulted in oxidation rates of 1.02
and 1.70 for rox,ppm and rox,delta, respectively.
All oxidation rates determined for the 103 and 2003 treat-
ments fall into the middle range of oxidation rates published
for Arctic and Subarctic environments (Mau et al. 2013; Gentz
et al. 2014; Damm et al. 2015; Steinle et al. 2015; Mau et al.
2017) or marine sites with extraordinarily high oxidation rates
at oil spills or gas flares (Valentine et al. 2010; Steinle et al.
2016). Those studies mostly employed radioisotope labeled
methane with short incubation times of hours up to 3 d. It has
to be noted that the long incubation times in our study might
have led to artefacts like changes in the microbial community,
biofilm formation, or depletion of nutrients and thus should
not be regarded as true in situ rates.
Oxidative potential of bacterial communities
The lag phase—that was observed in the higher concentra-
tion incubation treatments—followed by a strong decrease of
methane, indicates a shift of the bacterial community toward
methane oxidizers or enhanced methane metabolism in the
existing community. Changes in microbial communities
toward increased fractions of hydrocarbon degraders or meth-
ane oxidizers have been observed for samples from the Deep-
water Horizon oil spill and a gas blowout site in the North
Sea (Valentine et al. 2010; Steinle et al. 2016). These studies
report oxidation rates of 820 nmol L21 d21 and 498 nmol
L21 d21, respectively. The change in oxidation rate during
our long duration incubations indicates that these experi-
ments with amended methane may rather reflect the latent
oxidative potential of the microbial community than the in
situ oxidation rates. We can interpret these rates as an oxida-
tive capacity of the microbial community when exposed to a
methane hotspot, such as seep, vent, or other thermodynam-
ically unstable geologic structure containing methane.
Assuming successful adaptation of the methanotrophic com-
munity to the elevated methane concentration, we can calcu-
late a potential oxidation rate (rox,pot) from the first order
rate constant kox,ppm and the methane concentration dis-
solved in the water c(CH4)w during the incubation experi-
ments as rox;pot5kox;ppm3 c CH4ð Þw. Potential oxidation rates
determined from water sampled at Utqiagvik IMB were rox;pot
5 1.13 nmol L21 d21 for the 103 treatment and 271 nmol
L21 d21 for the 2003 treatment (Supporting Information
Table 3).
Fig. 5. CH4 oxidation rates determined from CH4 concentration
(rox,ppm) and isotope ratio (rox,delta) at different spike concentrations
(103, 2003). Sampling sites are: EL, Utqiagvik Elson Lagoon; IMB,
Utqiagvik ice mass balance buoy; IMB NaOH, Utqiagvik IMB with
NaOH; Nbay, Narragansett Bay; stored, Utqiagvik IMB stored; stored
NaOH, Utqiagvik IMB stored with NaOH. Error bars are standard devia-
tions and n denotes the number of replicate incubations.
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Discussion
The ISMOFI method that we have evaluated here has
three principal advantages. First, the foil laminate gas-tight
bags could be an attractive alternative to incubations carried
out in rigid gas tight containers. Because the bag is collaps-
ible, it can be sampled repeatedly without adversely affecting
the pressure (and thus the solubility equilibrium) in the
incubator. With a similar rationale Chan et al. (2016), use
15 L custom made collapsible bags in a mesocosm study.
The commercially available multilayer foil bag used in our
study can store 1–10 L of air or water. These volumes lie in
between the volumes of frequently used crimp top glass bot-
tles (25–250 mL) (Scranton et al. 1993; Jakobs et al. 2013;
Steinle et al. 2015, 2016), and the mesocosm bags described
above. The respective volumes of water and headspace can
be configured as part of the incubation design; larger head-
space permits more gas removal for sampling, while larger
water volume favors a larger number of methane oxidizers
and thus more methane oxidation. This allows for perform-
ing studies which require a large sample volume or repeated
sampling over a long incubation time and the possibility of
multi-stage experiments in one incubator, while still being
transportable. On the other hand, the gas permeability of
the bags defines a lower limit of the detection range of
0.001–0.005 d21 for kox.
Next, the Picarro G2201-i can be an attractive analytical
tool. It is compact and relatively easy to ship and operate in
a variety of environments. However, the G2201-i with SSIM
does require a compressed gas bottle of hydrocarbon free air,
and 300 W of reliable A/C power. Similar to an isotope ratio
mass spectrometer, the G2201-i permits quantitation of the
stable isotopes of carbon, but is slightly less precise by
approximately a factor of 2 (Damm et al. 2010). Whereas the
manufacturer advises against determining concentrations
using the SSIM, we observed good reproducibility (< 2%) in
concentration measurement between replicate samples with
the ISMOFI experimental configuration down to mixing
ratios of 0.5 ppm (Table 3). To minimize the variability
introduced by varying pressure during sample dilution in the
SSIM, we accounted for the atmospheric and internal SSIM
pressure (Eq. 1) using the instruments SSIM pressure readout.
The latter additionally provides a good control of leak tight-
ness of the SSIM, when monitoring the minimal pressure
(approximately 2.5 Torr) during the evacuation of the SSIM
dilution chamber. The measurement of stable isotope ratios
is not sensitive to small dilution effects and is thus not
affected by changes in the pressure in the SSIM. However,
isotope ratios measured from samples with methane mixing
ratio less than 1.8 ppm must be corrected to remove instru-
ment bias. After correction, the precision of the low concen-
tration samples is 1.8& compared to a precision of 0.62& of
samples that have methane mixing ratios higher than 1.8
ppm (Fig. 1c).
In either case, stable isotopes provide an independent
constraint on the methane oxidation. The ISMOFI method
avoids using radioisotopes, which can be difficult to ship to
remote locations, however, the method cannot resolve the
exceedingly low oxidation rates that have been observed
using radioisotope tracers (Mau et al. 2013; Steinle et al.
2015). The methane spike concentrations (50–120 nmol L21)
and incubation times ( 5 d) used in this study are higher
than for the sensitive 3H-CH4 method (Bussmann et al.
2015), and thus deviate further from in situ conditions. Yet,
they are an order of magnitude lower than previously
reported for applications of stable isotope additions (Chan
et al. 2016; Leonte et al. 2017). To resolve oxidation, ISMOFI
requires a certain minimum concentration of dissolved
methane as start condition, which has to be supplied as sta-
ble isotope spike if in situ concentrations are low. The sensi-
tivity study for example indicates that a start concentration
of 20 nmol L21 can resolve an oxidation rate kox,delta of 0.01
d21 within 4 d.
The accuracy of kox,delta is dependent on the isotopic frac-
tionation factor aox for oxidation (Eq. 10). Better knowledge
on fractionation factors in marine and polar systems and the
environmental constraints that influence fractionation
would help to improve the accuracy of this method (Fig. 4).
The concentration and isotope data collected with our pro-
posed experimental setup could be used to calculate aox with
Eq. 8. However, this leads to a dependence of kox,delta from
c(CH4) and would thus prohibit comparing kox,ppm and kox,-
delta as independent constraints. While agreeing within 20%
for small changes in isotope ratio (103 IMB, increase of
10&), kox,ppm and kox,delta diverged for larger changes in iso-
tope ratios (2003 IMB and Nbay, increase of 90&). Possible
effects like a nonlinearity in the range of high d13CH4 might
add to the difference between kox,ppm and kox,delta in these
cases. Adding calibrations in the range of high d13CH4 values
(up to 167&) might straighten out some of the discrepancy.
The ISMOFI method further offers the potential to distin-
guish between multiple carbon pools if isotope labeling on
different substrates is used. Insight on other carbon cycle
related processes like CH4 production or respiration could be
gained by including carbon dioxide concentrations and sta-
ble isotope ratios in the analysis. Both can be determined
with the Picarro G2201-i simultaneously to methane concen-
tration and isotope ratios.
Comments and recommendations
The use of ISMOFI was shown to successfully resolve
methane oxidation rates from seawater samples in amended
oxidation experiments. The method can easily be adapted to
other water samples, e.g., from freshwater environments and
is particularly recommended at higher methane concentra-
tions like found for example in lakes or glacier runoff (Dieser
et al. 2014; Ric~ao Canelhas et al. 2016).
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Based on our diffusion test and a first comparison with
crimp top bottles, we evaluate the bags as reliable incubation
vessels for analysis of methane oxidation in a headspace
approach. The inner layer of the multilayer foil bags is poly-
ethylene. According to the manufacturer’s information,
background levels of volatile organic carbon compounds
might be present. An acid-wash as proposed by (Chan et al.
2016), would reduce possible contaminants leaching from
the bags and is recommended in combination with a sterili-
zation procedure. Incubation with 70% ethanol and com-
plete removal of ethanol residues by flushing with sterile air
was used in this study.
Appendix A: Correction for removed sample volume
At each sampling time (t5 i) the removed sample
(n CH4ð Þsampled) and the methane oxidized by bacteria
(n CH4ð Þox) are accounted for as follows:
n CH4ð Þtotal; ti5n CH4ð Þtotal; ti21
2 n CH4ð Þox; ti21 to i1n CH4ð Þsampled; ti21 to i
  (12)
The amount of CH4 removed from the headspace during
sampling n CH4ð Þsampled; ti
 
was calculated as the mean of
the mass of CH4 of all replicates at t5 i n CH4ð Þhs; ti
 
times
the fraction of the total volume of replicate samplings at
t5 i V CH4ð Þsampled; ti
 
of the headspace volume at the start
of sampling t5 i V CH4ð Þhs; ti

).
n CH4ð Þsampled; ti5n CH4ð Þhs; ti3
V CH4ð Þsampled; ti
V CH4ð Þhs; ti
(13)
For example, if three sampling replicates of 10 mL were
removed by syringe from a bag with 150 mL headspace, the
ratio
V CH4ð Þsampled; ti
V CH4ð Þhs; ti
would be 30150.
Appendix B: Definition of the isotopic fractionation
factor
In a closed system, it is valid to apply a model after Ray-
leigh (1896). For the oxidation of methane and the isotope
ratios in the residual pool
d13CH4
d12CH4
5
k13
k12
3
13CH4
12CH4
(14)
with 13CH4=
12CH4 as the ratio of the quantities of isotopes in
the residual methane, d13CH4=d
12CH4 the ratio of the isotopes
of the product in an infinitesimal small amount of time (Mahieu
et al. 2006), and k12 and k13 the kinetic constants for reactions of
the heavier and lighter isotope CH4. The ratio between the
kinetic constants is the isotopic fractionation factor a. Here, we
use the definition of aox5k12=k13 (Mahieu et al. 2006). It should
be noted that several other studies (Mariotti et al. 1981;Whiticar
1999) use the reciprocal value arec5k13=k12ð Þ .
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